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vacuum.stp TSGIGTRDYAC

T
log10 (1e-07, 16-05) VAL=3.73627e-0
subroutine record

TMS:IGE:RDVAC

T

log10 (1e-07, 16-05) VAL=4.17127e-0

calculation record
TSG:CGTRDVAC

T

(0, 770) VAL=0

analog input record
TSG:CGIARDVAC

T

(0,0.1) VAL-0.0192683

analog input record
TMS:CGZ:RDVAC

T

(0, 770) VAL=0

analog input record
TMS:CGZARDVAC

T

(0,0.1) VAL-0.0131707

analog input record
TSG:CGIBRDVAC

T

(0, 0.1) VAL=0.024678

analog input record
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vacuum.stp TSGIGTRDYAC

T
log10 (1e-07, 16-05) VAL=3.71426e-0
subroutine record

TMS:IGE:RDVAC

T

1og10 (1e-07, 16-05) VAL=4.14760e-0

calculation record
TSG:CGTRDVAC

T

(0, 770) VAL=0

analog input record
TSG:CGIARDVAC

T

(0,0.1) VAL-0.0195122

analog input record
TMS:CGZ:RDVAC

T

(0, 770) VAL=0

analog input record
TMS:CGZARDVAC

T

(0, 0.1) VAL=0.0134146

analog input record
TSG:CGIBRDVAC

T

(0, 0.1) VAL=0.024678

analog input record
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‘ ISAC TEST STAND VACUUM

[Tvsice |

417207 T

—

[hs:caan |

[ 15 co2o (e

0000 T

B oo

Auto-purp
Beamine

Source

Global Reset

[ Tscc |

374e-06 T
Cle g "OooT

Y
PR e

M ]

e

e

e

e

e

rscvvm

[ Tscoata |
nmaT

"Start”

"Start”

EIEIZET

rsckm





